Abstract
• Material and method
A number of measuring devices and materials used in daily work by staff of the Medical Physics Department of the Greater Poland Cancer Centre were used to carry out the study part, but Alderson's anthropomorphic phantom and the radiochromic films in the form of point detectors were essential. In addition to each step of the research part, a special measuring system was prepared to reproduce the conditions prevailing during the TBI session as closely as possible. The research was carried out in three stages: Calibration of radiochromic films;PDD and OCR measurement for: 6 MV and 15 MV photon beam under TBI conditions;Measurement of dose distribution in selected anthropomorphic phantom's cross sections using radiochromic films in the form of point detectors.
• Results
For the lateral field irradiated with 6MV photon beam, the maximum compliance (less than 2%) was obtained for the elbows at the entrance and in the center of the phantom; abdomen for the detector positioned in the center of the phantom, the lungs at the entrance and the arms in the middle, and the neck at the position of the film at the entrance. In the case of the lateral field X 15MV, the highest correspondence occurred for the points: the head and the PC in the position of the film in the center of the phantom and the entrance neck. In the case of AP/PA fields for 6 MV energy, the highest compatibility was obtained for the mediastinum in all positions of the film. A small difference was also obtained for the points: head in the middle and at the output of the beam; as well as PC on the output. For AP/PA X 15 MV fields, the highest dose compliance not exceeding 1% was obtained for the location of the neck -at the beam entrance, and the lung and mediastinum at the detector position at the center of the phantom.
• Conclusions
On the basis of measurements of dose distribution at selected points of the patient's body for radiation X: 6 MV and 15 MV in the TBI procedure, the following conclusions can be made:Gafchromic EBT (radiochromic type film) can be successfully used for dosimetric measurements, among others. Due to their properties, such as the ability to cut from the sheet of film spot detectors of any shape and size, flexibility, low sensitivity to daylight, resistance to humidity, etc.; Their main drawback is the high cost of buying films and the long time required to prepare the detectors and then read the measured doses. Because of the low popularity of point-based EBTs in point dosing, further research is needed to improve their response to ionizing radiation.
Introduction
Contemporary radiotherapy uses a number of highly specialized irradiation techniques dedicated to welldefined clinical diagnoses. Among these methods are those that allow us to accurately irradiate very small lesions located near critical organs with maximum protection such as stereotactic radiotherapy, CyberKnife, tomotherapy; as well as the techniques by which we can irradiate the skin (TSEI), bone marrow (TMI) or the whole body of the patient (TBI).TBI has over the last century been used in the treatment of a variety of conditions; both benign and malignant. However, its importance has increased with the development of knowledge about the impact of ionizing radiation on the human body and the development of clinical dosimetry techniques. At present, however, this method is primarily used in the treatment of hyperplasia as a mechanism to destroy residual tumor cells and to stimulate the immune system in people who are planning to have bone marrow transplant.
The essence of TBI technique
TBI is a radiotherapy technique that enables large areas of radiation, such as irradiation of the entire body, lymph nodes, while protecting certain groups of organs. Right next to chemotherapy, it is one of the two main elements in the treatment of malignant tumors, especially hematologic malignancies. Although we can distinguish many patterns of patient preparation for transplantation, the most common form of pretransplantation is the combination of these two methods. There are many beneficial biological effects that apply to the use of whole body irradiation that justify the use of this method in people with hematologic malignancies. Among these effects, the elimination of tumor cells and modulation of the immune system play a crucial role. The combination of TBI and chemotherapy leads to immunosuppression, which helps to prevent transplant failure as a graft-versus-host phenomenon that can have serious health consequences, including death of the patient. The success of HSCT, therefore, depends to a great extent on the optimal carrying out of the whole body irradiation procedure [1, 2] .
Aim
The purpose of the study is to compare dose distributions in the anthropomorphic phantom point scans under X-ray irradiation: 6 MV and 15 MV.
As goals:
• Percentage Depth Dose comparison and Photo Options: 6 MV and 15 MV;
• Measured using radiofrequency hydrophobic films;
• Dose measurements in anthropomorphic phantom choices.
Materials
A number of measuring devices and materials used in daily work were utilized by the staff of the Department of Medical Physics of the Greater Poland Cancer Centre. The following equipment was used:
• EBT films were cut into 34 strips, each measuring 4.5 cm x 25.5 cm. Previously, their orientation and numbering was determined. For each of the fields, a separate measuring system was prepared consisting of a water phantom -in the case of lateral fields it was a phantom of MP3, while MP1 was used for AP/PA fields.
• PDD measurement for lateral fields
Percentage Depth Dose (PDD) is a percentage of the dose rate measured at any depth in the beam axis, in regard to the dose rate measured in the beam axis at the depth of maximum dose rate. Its value depends on the size of irradiation field, source to surface distance (SSD) and radiation energy [18] .
In order to measure it, the films are placed in an MP3 phantom on the ruler in such a way that they lie [5] [6] [7] [8] [9] [10] [11] [12] [13] [14] [15] [16] [17] [18] [19] along the axis of the radiation beam. The gantry was rotated to 90°, the angle of the collimator was 45°, the SSD was set to 325 cm. A field size of 40 cm x 40 cm (defined in the isocenter) was set up. The Dose Rate of the accelerator was 100 MU/min. The measurements conditions are shown in Fig. 1 . Using the treatment planning system (TPS -Eclipse by Varian), the irradiation time was calculated, which was 1900 MU for the photon beam generated by the 6 MV accelerating potential, and 1800 MU for the 15 MV. This was a time equivalent to a dose of 2.2 Gy at the depth of dose maximum. For each of the measured energies the same irradiation field was delivered three times, each time two lines were placed on the ruler, one after the other, so that they take up the entire length of the ruler.
• Measure PDD for AP/PA fields Analogously to the lateral fields measurements for AP/PA fields were performed. To this end, the MP1 phantom was placed under the linac›s head, set to 0°. The angle of the collimator was 90 degrees, the distance of the SSD was 197 cm. A 40 cm x 40 cm box is set. Dose Rate was 100 MU/min. The TPS calculated irradiation time was 650 MU for X6 and 600 MU for X15, respectively. Due to the smaller dimensions of the phantom, a shorter line was used on which one EBT strip was placed. The ruler with the film detector placed on it was placed in the beam axis. In addition, two plates of Plexi were placed over the entire measuring system in order to preserve conditions similar to those prevailing during the TBI screening. As with the lateral fields, the measurements were made three times for each energy.
• OCR measurement for lateral fields
The beam profile (OCR -off-center ratio) is a value describing the dose distribution in planes perpendicular to the central axis of the therapeutic beam, i.e. across the axis of the beam [18] .
In the MP3 phantom 325 cm away from the camera head set at an angle of 90°, the EBT films are preprepared as stripped strips. The films were positioned across the beam axis at a distance of 10 cm from the phantom wall. The treatment scheduling system calculated the irradiation times: 1800 MU for X 6 MV and 1400 for X 15 MV. It was a time equivalent to the 1.5 Gy dose delivered to the film surface. Each time two lines were placed on the ruler one by one. The phantom was set at the beginning of the 56.6 cm field. However, in order to measure the entire beam profile, after the first series of phantom films had been irradiated, the phantom was shifted twice: first about 43 cm, then additionally, by 20 cm. The measurements conditions are shown in Fig. 2 . 
• OCR measurements for AP / PA fields
At the foot of the profile beam function for AP/PA fields, the phantom MP1 was placed below the accelerator head at 0o. The angle of the collimator was 90°, the dimensions of the field were 40 cm x 40 cm. Dose Rate was the same as measurement for lateral fields. The SSD distance was 197 cm. As with PDG measurements for AP/PA fields due to the smaller phantom dimension, one video is placed on the ruler. This time, however, the films were placed in a phantom at the depth of 5 cm, across the axis of the beam. To measure the entire profile, after the first series had been irradiated, it was necessary to move the phantom twice -first by 20 cm, then by 10 cm. Prior to the TPS measurements, the time of irradiation was 490 MU for X 6 MV and 400 MU for X 15 MV. In order to preserve TBI conditions, two Plexiglas boards were placed above the measuring system.
• Measurement of dose distributions in selected anthropomorphic phantom cross sections using radiochromic films in the form of point detectors
The procedure for measuring dose distribution in anthropomorphic phantom cross sections can be divided into several stages:
• Preparation of point detectors from EBT radiochromic films;
• Design of Alderson›s phantom plasters on which the detectors will be placed and placement of the detectors; • Placing films in the phantom; 
• Determination of PDG and OCR curves for X 6 MV and X 15 MV
After performing PDD and OCR measurements in TBI using radiofrequency films, the measured values were scanned using the scanner and the depth-of-field and beam profile was measured. Prior to scanning the film, the manufacturer recommended a six-hour break.At the bottom of the scanner tray the films were sequentially irradiated and then scanned with the calibration curves determined during the calibration measurements of the used EBT radiochromic film batch. The data obtained was read in OmniPro I›mRT (IBA Dosimetry) and then analyzed in Microsoft Excel. Based on the data obtained, PDD and OCR curves were determined for each of the energy and irradiation fields.
From the PDG charts, a percentage of the depth at which the film detectors on the individual slices of the phantom were located was read down. OCR charts, in turn, were used to determine the value of the dose distribution across the beam axis, at the distance at which the individual anatomical points were located from the centering point. The read values were necessary to calculate the dose absorbed by the individual detectors placed on each of the phantom slices. Dependent dose rates and OCR for 6 MV and 15 MV are shown in Tables 1 and 2. Tab. 1. PDD and OCR for lateral fields, 6MV and 15MV. The depth-of-field curves and beam profile functions determined in the course of the measurements do not differ significantly from the shape of the PDD and OCR curves determined in other studies. The deeproot percentage curve consists of three typical areas -build-up, dose point and dose drop. Its shape differs depending on field size and radiation beam energy. Also on the curve of the profile function we can define the areas typical of it: the therapeutic area, the half-shadow area and the shadow area. The following graphs show a comparison of PDD and OCR curves for both energy and irradiation fields. A significant dose-rise area occurring on the curve, as is the case for the AP/PA deep beam photon beam photon beam with a 15 MV acceleration potential, may indicate that the Plexiglas discs placed over the phantom are too small during the measurement to eliminate the dose escalation effect by generating soft radiation.
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• Comparison of dose distributions at selected Alderson phantom points measured using EBT films in the form of point detectors
To compare the measured and planned dose distributions, the TBI procedure for Alderson›s anthropomorphic phantom was performed. Spot meters from EBT films were used to measure the dose. Films were appropriately prepared to measure the absorbed dose by calibrating them. The planned dose was determined on the basis of the measured percentage of the deep dose for each energy in the individual phantom measurement points. Table 3 shows a comparison of dose distribution during TBI in the lateral position of the patient for 6 MV energy. The highest correspondence (less than 2%) was obtained for the following points: the elbows at the entrance of 0.1% and 1.8%; the abdomen at the center of the phantom detector -0.3%, the lungs at the entrance and the middle arms --1.1%, and the neck at the entrance of the film at 1.8%. The highest dose incompatibility (greater than 5%) was obtained at PC: 7.6% at the center of the phantom, the arms at 5.8% at the entrance, the wrists at 5.4% at the center and the mediastinum at 5.5% and lung -5.3% at the exit. We can also distinguish locations where the measured dose is lower than the planned dose. Too low a dose occurred in all film locations in the head area, in the neck at the entrance and exit of the beam and at the elbows at the beam exit. Table 4 compares the dose distribution during TBI at the patient›s lateral position for 15 MV energy. In this case, the head and the PC are in the position of the film in the center of the phantom and the entrance of the neck. The difference in these points was less than 2%. The largest discrepancy between measured and planned dose occurred at the mediastinum in the middle position -8.9%, the lung -7.8% and the head -7.2% at the exit, and the arms in the middle position at the center and at the exit of the phantom -7.1% and 6.2%, respectively. On the other hand, the most under-treated areas (measured dose lower than the planned dose) are the head at the beam input (-7.9%), the elbows (-5.3%) and the neck (-5.2%) at the beam output.
For AP/PA fields for 6 MV energy, the highest correspondence was obtained for the mediastinum in all positions of the film: 0.9% at the entrance, 0.0% at the center of the phantom, and 3.1% at the beam output. Minor differences were also obtained for the following points: the head -0.4% in the middle and 2.0% at the beam output; and PC at the output -0.9%. On the other hand, the head, elbows, arms at the beam input and PC at the center showed the largest dose difference ranging between 5% and 9%. The largest irradiation occurred in the area of the abdomen and wrists. The results are summarized in Table 5 . Table 6 shows the results of dose measurement for AP/PA fields with 15 MV energy. The highest compliance rate of no more than 1% was obtained for the neck -at the beam entrance, and the lung and mediastinumat the detector position at the center of the phantom. Inconsistency of more than 5% occurred for the head points -at the entry, PC -in middle and mediastinum at the exit. The largest inconsistency -between 7% and 9% -occurred for the locations: the neck at the midpoint -8.9% and the beam output -7.7%, and the elbows -7.5% at the midpoint. Within the abdomen, the dose was less than the dose planned for all phantom positions, while in the wrist area it was 4.4% at the beam entrance. 
Discusion
Dose measurement in vivo during the TBI procedure is a topic of many scientific papers that use different measurement methods. TIR detectors, semiconductor detectors, Mosfet detectors and EBT radio-video are used to measure doses in TBI procedure. In the work to measure the dose used EBT radiochromatic films, which made point detectors, by cutting them. The dose measured by EBT films and TLDs by F. Su, C. Shi, S. Stathakis, and N. Papanikolau [19] was compared to the dose of total body irradiation radiotherapy. Dose measurement was made using the anthropomorphic phantom, with films oriented perpendicular to the axis of the radiation beam. The table below shows the results. The discrepancy between the planned dose and the film measured was not greater than 3.5%, while the difference between the measured film and the TLD ranged from 0.55% to 4.08%. [20] describe the results of dose measurement during the TBI procedure using three measurement methods: ROSS ionization chamber, TLD and optical detectors OSLD. The TBI procedure was performed using 6 MV photon energy on the Varian 600C linear accelerator. In order to achieve maximum field size, the accelerator head was twisted by an angle of 90º, the distance from the radiation source to the patient›s body was 350 cm. The set dose was 100 cGy at the depth of 10.5 cm.
The results of the dose measured with two types of measuring detectors are shown in the table below. The difference between the dose measured by TLD and OSLD detectors ranged from -7.6% to 0.2%. The study also compared the dose difference measured between the three skin surface measurement methods with respect to the ROSS ionization chamber. This difference was not greater than ± 3%. Despite numerous scientific papers showing dosimetric measurements under full-body irradiation, little is known about the use of radiofrequency spot-spot radiographs for this purpose. The results of the research show that this method can be successfully used in the day-to-day operations of dosimetric facilities. EBT radiochromic films have a number of advantages, such as high spatial resolution, low daylight sensitivity, ability to trim a sheet of film to the desired size and shape, possibility to immerse the film in water without risk of damage and also the fact that these films are self-developing.The presented dosimetric procedure using EBT detectors is a quick and convenient method for measuring the deep dose and the beam profile function, where instead of scanning individual points using the ionization chamber, the entire measurement can be collected using one long piece of a film. As demonstrated, the PDD and OCR curves determined by the films show the shape and pattern typical of this type of curve defined in other studies; keeping all the characteristic points. It should be emphasized that the TBI dose verification method using radiochromic films in the form of point detectors is not suitable for use in patient measurements due to the fact that the detectors would have to be placed on the patient›s body perpendicular to the radiation beam axis, Covered with boluses to provide the right build-up. EBT films, however, are an excellent phantom validation tool for verifying a new treatment regimen (e.g. fractionation, patient positioning, etc.) so that they can be used not only for TBI measurements but also for other methods of cancer therapy.
Conclusions
Based on measurements of dose distribution at selected points of the patient›s body for radiation X: 6MV and 15MV in the whole body radiation procedure, the following conclusions can be made:
• EBT radiochromic films can be successfully used for dosimetric measurements, inter alia, due to their properties such as: the ability to cut from a sheet of film any point detector of any shape and size, low daylight sensitivity, dampness resistance to humidity, etc.; • The major disadvantage of the chosen measurement method is the high cost of buying the films and the long time required to prepare the appropriate detectors and then read the measured dose values; • Due to the low popularity of dosimetric measurements with radiofrequency films in the form of point detectors, further research is needed to improve their readings on ionizing radiation; • There is a noticeable increase in the difference between the dose calculated and measured as the distance between the position of individual detectors increases from the center point; • The difference between the dose measured and planned in any of the cases examined does not exceed 9%; • Conducted measurements using EBT motion detectors show that this method is fast, accurate, and can be successfully used as a validation tool not only for full body radiation but also other methods of cancer radiotherapy. 
